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Acceptance Scope SPEC PTDaemon 1.10.0 Interface

Compliance Evaluator Klaus Lange (HPE), Mike Petrich (IBM)

ISG Chair & ISG Server Efficiency Webmaster

Controller OS RHEL 8.9

Power Analyzer Model Yokogawa WT310E

Temperature Sensor Model Digi Watchport /T

Base ptdaemon version 1.8.1

New ptdaemon version 1.10.0

Controller OS Windows Server 2022

Power Analyzer Model Yokogawa WT210

Temperature Sensor Model Digi Watchport /H

Base ptdaemon version 1.8.1

New ptdaemon version 1.10.0

ISO/IEC 21836 Requirement System: Configuration Summary Pass / Fail

9.3.4  PTDaemon Sum of Avg. Watts Yokogawa WT310E (RHEL 8.9), ptdaemon 1.10.0 vs. 1.8.1 PASS

9.3.4  PTDaemon Avg. Temp. Diff. Digi Watchport /T (RHEL 8.9), ptdaemon 1.10.0 vs. 1.8.1 PASS

9.3.4  PTDaemon Sum of Avg. Watts Yokogawa WT210 (Windows Server 2022), ptdaemon 1.10.0 vs. 1.8.1 PASS

9.3.4  PTDaemon Avg. Temp. Diff. Digi Watchport /H (Windows Server 2022), ptdaemon 1.10.0 vs. 1.8.1 PASS
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